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CALIBRATION CERTIFICATE

IERES: [2018DW02860410
* Certificate No.

ZRH AR FRUSETRAARAA

Customer
S spiuhil WRAHE M TEEE
Address
HREH T 8 sh AR
Name Of Sample
BE S RATAHZBRSFRALA
Manufacturer
BEME MS-101D
Model/Type
#BABS 02150104
No Of Sample
EBERRE
Stamp

IERHEEA AM
Approved by
. %% R
BRI
Calibration date ¥ M p  Checkedby 7§‘ 3

BE R 3
Calibrated by il ’-fi

AREAEFERNHRERSHRERFETETRAXRARMNBEFHREL. PETEHAZH
%%; 1{'3}95;(’(2‘? HZZ7 BiF6E “BFRiREFERBF BV AR HANEZENMEES

The measuring equipment used in the calibration is traceable to national primary standards maintained in
National Institute of Metrology (NIM). NIM is the signatory to the Mutual Recognition Arrangement (MRA) for
national rr;ﬁurement standards and for calibration and measurement certificates issued by national
metrology institutes.
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Hubei Institute of Measurement and Testing Technology Certificate No.

o ARRHAFTEITEERD MERIANEE TSR EN
This laboratory Is a legal metrological verification institution established by the government metrological administrative department
according to law.

o KIEREEMHIFETS1S0/IEC1 70254 ERNEK .

The quality management system for laboratory complies with ISO/IEC 17025 standards.

® FRBERIRAWKIE (B KS)

Reference documents for the Calibration (Name . Code ) :

S JJF 1095—2002 22841 FARFEI B AR AE TS

® FRKEMEANEETTEFERA

Main standards of measurement used in the Calibration

RERR BS/R/S IEBS/AEHN
Name of Equipment ModeV/Serial No. Certificate No./Due Date
AR AIR ST A2 DB-M10/1004/(2001) 001  (3F)=F

2017404045 /2018-05-30

o BORFHEEY .
Environmental condition on the Calibration
mE:  22.4C HERHRREE: 57 % HE: —
Temperature R.H. Others
SE: — Hh:  EAIEMEBIS2 [RYHICRERS: 2018DW02860410
Pressure Place Record No.

ARAELS ) DU R A R e 2L
It's Effect That Results of This Report Relate Only To The Sample(s) Calibrated.
KEABIAL, RS AR
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Hubei Institute of Mecasurement and Testing Technology Certificate No.
BRI/ 5
Data/Results of Calibration
1. HBENE:
A (pF)
FRE(E (pF)
B A
) 99.95 99. 26 99. 18
) 99. 96 99. 28 99. 24
- 99,98 99. 24 99. 30
99. 96 99. 40 99. 36
99.99 99.34 99. 52
TEAFHERE: lUa= 0.7% , k2
2. MHRME:
SR tg 8 (X107)
FREME tg 8 (X107
Ik RAEE
0. 102 0. 102 0.105
0.203 0.201 0.193 ~
0. 498 0.495 0. 489 j.ff ﬁf’gz:r
0. 788 0. 795 0.771 ~
0. 996 0. 989 0.971
WEFEEE: la= 0.7% , k2
g LTZER
WIW ¥3IM
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